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Purpose/Objective: Beam Output variations have been 
associated with suboptimal patient’s outcome. As such, Beam 
Output Auditing (BOA) is an important aspect of the quality 
assurance (RTQA) program for all members of the Global 
Harmonisation Group (GHG). This study details the BOA 
results stemming from one of the GHG members participating 
actively in clinical trials and assesses factors that could be 
associated with suboptimal beam outputs within its network. 
Materials and Methods: A retrospective review of all BOA 
reports from 2005 onwards, available in the RTQA database, 
was conducted, based on the following parameters: center, 
country, date of audit, beam energies and treatment 
machines audited, auditing organisation, percentage of 
agreement between dose stated by the center and measured 
dose in reference conditions and ratio of measured dose over 
stated dose.  
Results: Four-hundred and sixty-one BOA-reports, stemming 
from February 2005 until December 2013, were assessed. In 
total, the results of 1790 photon beams and 1366 electron 
beams, delivered by 755 different treatment machines, were 
analyzed. On average 4 beams (range: 1-65) and 2 treatment 
units (range: 1-17) were audited during a BOA process. The 
majority of beams (91.1%) were within the optimal limit of < 
3%. Only 13 beams (0.4%; n=9 electrons; n=4 photons), were 
out of the range of acceptance of < 5% and 8.5% were within 
the non-optimal range (3-5%) of acceptance. No association 
was observed between the size of the center and the 
compliance of the BOA cutoff tolerance limit.  
 
 
Figure: European distribution of institutions providing BOA-
reports collected and stored by the GHG member. The ‘pie-
diagrams’ represent the subdivision between the different 
levels of acceptance [green: ≤3%; yellow: >3% and ≤ 5%; red: 
>5%]  
 
Conclusions: Our analysis shows that the majority (66.9%) of 
centers present beam output variations within the 3% 
tolerance cutoff and only 0.4% of all beam results were found 
discrepant in respect to a ± 5% level. Although these results 
are promising, a further gradually amelioration should be 
pursued together with the global harmonizing of the 
guidelines for beam output audits as the optimal number of 
beams to be audited and the optimal BOA acceptance criteria 
are not agreed upon yet among clinical trial organizing 
groups. 
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Purpose/Objective: Every day a large amount of data is 
produced within a radiotherapy department, although this 
data is available in one form or other within the centralised 
systems, it is often not in the form which is of interest to the 
user. Additionally the appropriate programs (clients) must be 
installed and maintained on all workstations. Moreover, few 
employees record or alter data, but merely want to retrieve 
data. Thus the idea was conceived, to present the user with 
all relevant information in a simple and effective manner. 
Ultimately the aim is to optimize clinical procedures, 
enhance transparency and improve revenue. 
Materials and Methods: In our working group many internal 
procedures were examined, to find out whether relevant 
information suitable for our purposes lay therein. After the 
results were collated it was necessary to select an effective 
software platform. After a more detailed analysis of all data 
it became clear that the implementation of Web services was 
appropriate. It was fortunate that in our institute several 
such web-based information services had already been 
developed over the last few years with which we gained 
experienced. Only for a few applications did we have to use 
MS-Windows conform software tools in order to have direct 
access to data and programs of the operating system; by and 
large this consisted of communication processes, which were 
not directly accessed by the user, rather than background 
applications that run on servers.  
Results: By employing web services we reached high 
effectiveness, transparency and efficient information 
processing for the user. Furthermore, we achieved an almost 
maintenance-free and low support system. In addition due to 
wide spread use of web-based technology the training effort 
was effectively nil since practically every user can master the 
use of a web-browser. Moreover, we strived for high 
acceptance amongst staff members. The aim of the project 
presenting the user with web-based information from the 
departmental system MOSAIQ TM, physician letter system 
MEDATEC and the central finding server MiraPlus (laboratory, 
pathology and radiology) could be implemented without 
restrictions. 
Conclusions: Due to wide spread use of web-based 
technology the training effort was effectively nil since 
practically every user can master the use of a web-browser. 
Moreover, we strived for high acceptance amongst staff 
members and have improved our effectiveness a considerable 
time saving. 
The many MOSAIQ-specific parts of the system can be readily 
used by departments which use MOSAIQ as the departmental 
system. 
   
 
